Microbiologic surveillance of duodenoscope reprocessing at the Vienna University Hospital from November 2004 through March 2015.
Bacterial contamination of duodenoscopes is attributed to difficulties with reprocessing the Albarran lever. Routine microbiologic surveillance data of endoscopes with Albarran lever retrospectively collected from November 2004 through March 2015 revealed no growth of microorganism at this specific site. Transmission of endoscope-associated infection is avoidable by following validated reprocessing procedures.